Background: The volume of total knee arthroplasty procedures is growing rapidly and, correspondingly, it is expected that the volume of revision procedures will grow rapidly as well. Revision surgery is most successful when adequate bone remains on both the tibia and femur to allow for the least invasive revision.
Introduction
In 2013 approximately 800,000 knee replacement surgeries were conducted, including partial knee, primary total knee, and revision knee surgeries. Kurtz et al. have predicted that revision knee surgeries will grow to over 250,000 procedures by 2030 [1] .
Because of the anticipated increase in revision surgeries in the future, it is important to be mindful of the poten-tial for a revision during the performance of the primary surgery. Maximizing bone preservation during a primary knee replacement is especially important as substantial bone loss during a subsequent revision surgery can complicate surgical techniques and compromise outcomes of the revision.
A typical primary total knee femoral component has distal condylar thicknesses that range between 8.5mm and 10mm. Posterior condylar thicknesses can range from 8mm to 11 mm in standard flexion implant systems. The 'high flexion' femoral components can have posterior condyles that are as thick as 13mm. The thickness of the implant correlates directly to the amount of bone resection that is required to implant the prosthesis, as most implant systems attempt to restore the amount of bone that is removed as closely as possible.
It remains unknown if, as is seen with hip resurfacing, bone preservation leads to improved proprioception [2] . It is clear that improved bone preservation means less chance for dramatically altering the articular surface geometry.
In this study, we hypothesized that a total knee replacement (TKR) system with a patient-specific design would result in substantial preservation of bone compared to a standard off the shelf implant system. This in turn would preserve more native bone in the event of a revision.
Patient-Specific Total Knee Replacement Design Concept
Designing a TKR that will fit the patient's geometry requires detailed information on the patient's bone that can only be provided by computed tomography (CT) scanning or other 3D imaging scans. Utilizing proprietary software, the CT data, required to manufacture an iTotal®(ConforMIS, Bedford, MA) patient-specific implant, is post processed and converted into a computer assisted design(CAD) solid model. A secondary proprietary software system is then used to analyze the bone geometry and design the femoral component. Predefined design rules that are embedded into the software are applied in the design process. The predefined design rules include the coronal radii for the trochlear groove and condyles, which are designed with low polyethylene wear in mind, employing radii that have been shown to produce low contact stress [3] . The embedded design rules include recreation of the patient's natural sagittal 'J' curves for the medial condyle, the trochlear groove, and the lateral condyle.
This patient-specific implant design requires thinner cross sections of the component, which should require less bone removal in the implantation procedure. Traditional TKR femoral components employ a multifaceted bone side geometry. Typical thicknesses for these components can be 9mm for the distal condyles and 8mm for the posterior condyles. Contemporary femoral components have 5 facets: the anterior flange, the anterior chamfer, the distal surface, the posterior chamfer, and the posterior condyle surface. All of these surfaces are coplanar between the medial and lateral condyles on the traditional TKR.
In the iTotal, each facet is placed where maximum bone preservation can be achieved while still maintaining adequate fatigue strength. Furthermore, the iTotal employs six facets rather than the traditional 5 faceted cuts. The rationale for choosing six bone cuts, and their thickness, was determined based on the results of finite element modeling and subsequent fatigue testing. There are also embedded design rules within the proprietary software that control the thickness of the femoral component. This 6-cut design concept has been shown to provide adequate fatigue strength and, for the same component thickness, to be stronger than a 5-cut design [4] .
Frequently, a patient's femur, when viewed in the coronal plane, displays an asymmetry between the lateral and medial condyles. This natural condylar offset is defined as the coronal offset. The iTotal femoral component respects these patient specific differences and is designed with the patient's exact coronal offset. The coronal offset is defined as the height difference between the medial and lateral femoral condyles as viewed in the coronal extension plane. This typically creates an asymmetry of the extension gap that must be accounted for at the tibial articular surface, much in the same manner that the natural human knee does. The same is true for the posterior condyles of the femur. Typically, the lateral posterior condyle is shorter than the medial condyle creating a unique asymmetry in the flexion space as well. These are the patient-specific design elements along with the patient's unique 'J' curvatures that are incorporated into the femoral component of the iTotal Cruciate Retaining Knee System. Figure 1 shows a typical post processed bone model in CAD with the pre- liminary patient specific 'J' curves in the early stages of design within the proprietary implant software program. Figure 2 shows a typical iTotal complete implant system. The patient-specific condylar widths and asymmetry, the trochlear shape, coronal center to center, and the distal offset are clearly evident in this image.
The tibial plateau system is also patient-specific, though there is less opportunity to preserve bone stock on the tibial plateau side. This is primarily due to the strength requirements for the metal base plate and a minimum polyethylene thickness requirement of 6mm. The shape of the tibial base plate is derived from the patient's natural geometry at the level of the planned tibial resection. The tray profile is 1.5mm smaller than the planned tibial cut to allow for minor rotational adjustments of the implant at the time of surgery. Separate medial and lateral inserts are provided, creating the opportunity to balance each compartment individually and correct any potential coronal leg malalignment. The articular geometry is derived from the femoral component. The medial insert geometry is slightly more conforming than the lateral insert. The coronal geometry utilizes a broad radius on both condyles, thus employing the round on round principle that has been shown to reduce contact stress. The coronal conformity is extremely high, yet yields a relatively low constraint design, bridging the best of both worlds. The coronal center to center of the condyles is individualized based on the patient's natural dimension. This individualization of the condyle center to center allows the contact geometry to be optimized for each patient and thus not suffer from compromises that 'off the shelf' implant have.
Methods
In order to determine the amount of bone preservation the iTotal femoral component can yield when compared to conventional TKR, two different approaches were taken, ultimately producing a similar result. The first approach used real world data to conduct a comparative analysis of actual bone cuts made during implantation of both iTotal and competitive systems. The second approach used CAD software to prepare the patient for implantation and the prescribed resections were recorded.
Intraoperative Bone Resection Method
Between June of 2011 to January of 2013, the thickness of bone removed from the distal medial femoral condyle, distal lateral femoral condyle, posterior medial femoral condyle, posterior lateral femoral condyle, the medial tibial plateau, and the lateral tibial plateau were recorded for every knee replacement performed by one surgeon. The combined thickness of the medial extension gaps was recorded by placing the distal medial femoral condyle on top of the medial tibial plateau and measuring the combined thickness of the two pieces of bone together as described by Hodge [5] . The thickness of the lateral extension gap, and the medial and lateral flexion gap were recorded in the same fashion. This data collection was part of an IRB approved study looking at bone resection and range of motion. The implant selection included 37 Zimmer posterior stabilized NexGen high flex TKRs, 32 Zimmer cruciate retaining NexGen high flex TKAs, and 100 ConforMIS cruciate retaining ITotal TKAs. The saw blade thickness was included in the reported bone measurements.
Virtual Bone Resection Method
The second approach involved a virtual CAD simulation comparing standard off the shelf knee designs to a patient-specific implant system of a similar size. 15 CT scans were utilized from the ConforMIS database that had undergone the design process for the iTotal cruciate retaining knee system. The CT scan contains detailed data for the femoral head, 60mm of the knee joint, and the center of the ankle. The CT scans are converted to a point cloud for the hip, knee, and ankle and then converted into a CAD models. The CAD models were divided into three size groups. A knee with a femoral A-P length between 53 & 56mm was considered a small size, a knee with a femoral A-P length between 61 & 63mm was a medium size, and a knee with a femoral A-P length between 74 & 76mm was considered a large size. The CT scans were selected so that there were 5 knees falling into each size group.
Radiographic sizing templates were obtained for 5 contemporary total knee systems that are in widespread use today. The radiographic templates include the Zimmer NexGen, the J&J DePuy Sigma, the Smith & Nephew Legion, the Smith & Nephew Journey, and the Stryker Triathlon implants.
The sagittal view of the radiographic template was traced using CAD software and the image was then scaled down to represent a 100% sized profile based on the scale factor provided on the radiographic template. The process was repeated on each size radiographic template. Verification that the scaling was accurate was determined by comparing the advertised anterior to posterior dimension of the particular implant to the generated image. All dimensions were confirmed to within 0.1mm.
The 15 CAD knee models were then processed through the proprietary design software that generates a patientspecific total knee femoral component, which has all of the bone cuts placed for optimal bone preservation; thus, every femoral component is different. A component of the design process includes resection of the bone model where the implant will be placed.
Once the patient-matched implant was designed, the implant and bone model were converted back into a CAD program to conduct the volumetric analysis. The bone resection for each patient-matched implant was then measured utilizing the volume function within the CAD program. The volume for each knee model was then recorded for the patientspecific implant. Figure 3 shows a typical CAD image of the bone resection removed from the bone model. The volume analysis CAD tool was used to determine the volume of bone removed.
We then used a copy of the same CAD bone model that was used to produce the patient-specific knee component to conduct an analysis of the off-the-shelf knee components. Since the radiographic templates are 2-dimensional images, this analysis was conducted in the sagittal plane. Using the established size ranges and standard orthopedic guidelines, the competitive implants were best fit to the bone model. When choosing the correct location and size for competitive implants, the following rules were established for repeatability and to ensure simulation of proper placement was consistently established:
1. The posterior condylar surface of the competitive template aligns to the posterior surface of the bone. 2. No anterior notching of the femoral cortex occurs. 3. The anterior to posterior dimension of the radiographic image should be within 2mm of the bone model in the sagittal view. 4. The distal medial condylar surface of the competitive template image aligns to the distal surface of the bone. When the best size and placement of the competitive implant was determined, the surfaces of the 2-dimensional implant overlay were used to remove the bone virtually from the bone model. This was repeated for each competitive implant using the volume tool to record the required resection value for each virtual surgery.
Results

Results of Intraoperative Resection Analysis
The results for the intraoperative bone resection method are tabulated in Tables 1, 2 and 3 below. Table 1 provides the results for the calculated average bone resections for all cases in the intraoperative bone resection method. Pvalues were determined using a two tailed student t-test. In all cases, the ConforMIS iTotal showed statistically significant less bone resection compared to both Zimmer NexGen products. Table 2 provides the implant thicknesses for all of the implants used in the intraoperative bone resection method. The thickness for the Zimmer implants was obtained from technical literature provided by the manufacturer. The ConforMIS iTotal thickness was obtained from a pre-surgical planning guide provided by the manufacturer. With the exception of the lateral tibial thickness for the Confor-MIS iTotal, all other implant thickness was greater for the Zimmer NeGen implants.
The amount of bone resected from the posterior medial femoral condyle more closely matched the amount of bone resected from lateral femoral condyles with the iTotal, as shown in Table 3 . The lower values in the ConforM-IS knees indicate that the femoral components in the iTotal knees more closely matched the femoral curvature, which is possible with the iTotal due to the differing heights of the medial and lateral polyethylene, along with the inbuilt distal and posterior femoral off-sets. 
Results of Virtual Analysis
The tabulated results are reported in mm3. The size reported is the size of the competitive implant as defined by each manufacturer. The iTotal size is described by the serial number since each implant is unique and patient-specific. The data is tabulated and referenced by a serial number, which is a unique identifier for each original CT scan. Each serial number scan has bone resection data for the iTotal femoral component as well as the resection data for each of the competitive off-the-shelf femoral components from Zimmer, Smith & Nephew, DePuy, and Stryker.
Results for all measurements are tabulated in Table 4 . The average bone resection increase for all tested competitive implants compared to the iTotal, regardless of size, is 28%.
For the small sized implant group, the sampled iTotal implants required less bone resection volumetrically compared to the 5 implant systems tested. The average bone resection increase for the competitive implants was 49%. The increase in bone resection ranged from 30% to 77%.
For the medium sized implant group, the sampled iTotal implants required less bone resection volumetrically compared to the 5 implant systems tested. The average bone resection increase for the competitive implants was 25%. The increase in bone resection ranged from 11% to 46%.
For the large sized implant group, the sampled iTotal implants required less bone resection volumetrically compared to the 5 implant systems tested. The average bone resection increase for the competitive implants was 12%. The increase in bone resection ranged from 7% to 18%.
Discussion
We hypothesized that a patient-specific implant would preserve more bone as compared to a standard off-the- shelf design, which we tested in actual practice through a measured resection technique. We then further tested this hypothesis volumetrically with a virtual application utilizing CAD imaging. Both methods of testing bone resection yielded similar results demonstrating that the patientspecific design preserved a significantly greater amount of bone during implantation.
There are limitations to this study. In the actual resection group, measurements include remaining cartilage, which is variable in each patient dependent on disease status. Given that these are all patients with significant disease requiring TKA and that the measurement methodology was consistent, the effect across groups is believed to be minimal. In the virtual resection group, access to actual CAD models of the standard implants would be the most precise method to measure volumetric bone resection. However, obtaining CAD models of these implants is not possible as all of the manufacturers consider this information proprietary. Utilizing the radiographic templates provided the most accurate secondary method.
The bone preserving aspect of the ConforMIS iTotal can be explained by four unique design features:
1. Each bone cut is individualized for each patient, meaning every single femoral cut is moved to the most peripheral location possible for a patient's unique geometry. 2. The 6th facet of the femoral component affords more peripheral resection and a stronger implant design, which in turn enables a thinner femoral component. 3. A stepped distal femoral cut preserves bone on the medial femoral condyle. 4. The restoration of the patient's own 'J' curve seems to allow the surgeon to resect less bone and still balance the knee joint accordingly. Comparing the implant thickness of the ConforMIS iTotal to the high flex Zimmer Nexgen, the Zimmer implant demonstrates a substantially thicker posterior femoral implant in the high flex implant and, subsequently, a thicker posterior femoral bone resection.
The iTotal preserves more of the medial tibial plateau bone based on a tibial resection that is 2mm below the medial subcondural surface. The intraoperative bone resection method data shows that the ConforMIS iTotal has a slightly thicker lateral tibial implant thickness compared to the Zimmer NexGen. This is caused by the anatomically thicker lateral insert of the iTotal system that is dictated by preservation of the patient's natural 'J' curves and natural offset between the medial and the lateral femoral condyle of the patient. The iTotal femoral component relies on the elevated lateral polyethylene to tighten up the lateral flexion gap instead of externally rotating the femoral component as is often required in standard implants. This allows the femoral component to be better situated along the epicondylar axis.
Conclusions
The ConforMIS iTotal patient-specific implants preserve significantly more bone than standard total knee replacements due to both the thickness of the required bone resections as well as the implant thickness being tailored to each patient's individual knee. This will translate to having more native bone available in the event that a patient requires a revision. The hope is that this patient-specific approach may enable revision to a standard primary total knee in the future rather than a revision implant. Alternately, in the event extensive osteolysis has developed, a patient-specific primary implantation may at least obviate the need for spacer and augments when the time comes for revision surgery.
The amount of bone resected from the posterior medial femoral condyle more closely matched the amount of bone resected from lateral femoral condyles with the iTotal as shown in Table 3 . The lower values in the ConforMIS knees indicate that the femoral components in the iTotal knees more closely matched the femoral curvature, which is possible with the iTotal due to the differing heights of the medial and lateral polyethylene.
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